Rethinking sterilization practices: evidence for event-related outdating.
A prospective study was conducted during a 2-year period to evaluate the effectiveness of event-related outdating. Hospital-prepared sterilized items (n = 152) were shelved in wards and every 3 months, several articles were retrieved and microbiologically tested. During the 2-year period, all of the items tested were sterile.